Endovascular sealing is a new technique for the repair of abdominal aortic aneurysms. Commercially available in Europe since 2013, it takes a revolutionary approach to aneurysm repair through minimally invasive techniques. Although aneurysm sealing may be thought as more stable than conventional endovascular stent graft repairs, post-implantation movement of the endoprosthesis has been described, potentially leading to late complications. The paper presents for the first time a model, which explains the nature of forces, in static and dynamic regimes, acting on sealed abdominal aortic aneurysms, with references to real case studies. It is shown that elastic deformation of the aorta and of the endoprosthesis induced by static forces and vibrations during daily activities can potentially promote undesired movements of the endovascular sealing structure.
The first attempt of an abdominal aortic aneurysm ligation was made back in 1817 by Sir Astley Cooper, and the first successful aneurysm repair was performed in 1951 by Charles Dubost. The operation remained a great challenge for many years, and Albert Einstein was among those who died as a result of an abdominal aneurysm rupture in 1955.
Aneurysms of the aorta are common, they most often involve the infra-renal segment, as shown in Fig. 1 , and, in many cases, are treated by endovascular aneurysm repair (EVAR), which is less invasive than conventional surgery 1, 2 . Traditional aortic endografts are composed of tubes of thin surgical fabric reinforced with a metallic skeleton and are inserted through small groin incisions via the femoral arteries; endografts exclude abdominal aortic aneurysms from the circulation by anchoring themselves onto sections of normal artery proximal and distal to the dilated segment (the 'landing zones') by means of barbs or hooks, and by exerting radial force on the arterial wall. Despite their proven effectiveness, in a proportion of patients these endografts fail by allowing blood to re-enter the aneurysm. This phenomenon is called 'endoleak' , which is classified depending on the causes of this blood flow; in particular, the main types of endoleaks are illustrated in Fig. 1c . Type Ia and Ib correspond, respectively, to a leak around the proximal and the distal landing zones of the endoprosthesis; type II corresponds to a persisting communication between one or more aortic side-branches and the aneurysm; type III corresponds to a leak due to holes in the fabric cover or to disconnection between the endograft modules 3 . The EVAR 1 trial suggested that the need for reintervention for endoleaks was approximately 25% in the life of the study; reintervention is costly and time consuming for the health care professionals and for the patients and great benefit would be gained if it could be avoided 4, 5 . Endovascular sealing (EVAS) is a new technique to treat abdominal aortic aneurysms (AAA). The concept underlying EVAS is original: the lumen of the AAA is completely filled by a bio-compatible polymer contained in endobags traversed by covered stents, which maintain perfusion of the iliac arteries. Unlike traditional aortic endografts, the Nellix ® (© Endologix Inc. Irvine, Ca, USA) endoprosthesis, presently the only endograft available for EVAS, remains in place by virtue of the fact that, following its deployment, there is no room for displacement, thus eliminating any potential space for endoleaks. EVAS may be a simpler, quicker procedure than EVAR, thus may reduce cost and be safer to the patient, and may result in lesser radiation use than EVAR, thus potentially less harmful for patient and the operating team 6 . Figures 1a and b show the structural difference between EVAR and EVAS. The EVAS concept assumes that the landing zones do not dilate in time, that the depressurised AAA does not change in size or shape, and that the thrombus often contained within AAAs remains unaltered in volume and distribution post-implantation, as any of these processes could result in endoleak or endograft displacement SCiENTiFiC REPORTS | (2017) 7:17712 | DOI:10.1038/s41598-017-17759-3 ('migration'). Clinical experience is limited but results of EVAS have been promising thus far [7] [8] [9] , although migration of the Nellix ® endoprosthesis has been described 10 , suggesting that one or more of the above assumptions may not hold true in every case. It is unclear, however, why or how post-EVAS migration occurs: intuitively, the mechanisms leading to this complication will be very different than those observed following implantation of standard endografts, because the Nellix ® endoprosthesis is radically different from conventional vascular stent grafts. A significant difference from EVAR is that it has a greater mass dependent on the volume of the endobags polymer filler. As the effects of static and dynamic loads on an object are highly dependent on its mass, it is likely that in vivo forces may have a radically different effect on patients treated with EVAS, as compared to those treated with standard endografts. The aim of this research was to produce mathematical models to describe and quantify the effect of these forces on EVAS in vivo.
The new model of the EVAS systems incorporates fluid-solid interaction and contact interfaces. The patient's immediate post-operative CT scan was used to build the geometry in the computational model, based on the novel mathematical approach. The findings of the model were obtained before the clinical information about the evolution of the EVAS and subsequent observations in these case studies became available.
Results
Practical challenge and modelling. A three-dimensional mathematical model of an AAA treated with EVAS was developed. In particular, the model was focussed on the zone of the abdominal aorta between the renal arteries and the common iliac bifurcations, as sketched in Fig. 1b ; these two branch points have been treated as the geometrical limit of the system, which includes the aortic wall, the thrombus layer, and two endografts enclosed into polymer-filled endobags. The endografts have a sufficient length to cover the infrarenal aorta and most of the common iliac artery length.
Several mathematical models based on idealised and realistic geometries are provided in literature, which show the effects of the aortic bulging on the redistribution of the pressure and velocity of the blood and the subsequent stresses in the aortic wall, compared to a healthy artery [11] [12] [13] [14] [15] [16] ; the effects of stent-graft EVAR on the interaction between the aorta and the blood flow have also been investigated in idealised and real case studies [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] . The aim of this work was to analyse elastic displacements and strains in a model of a sealed AAA, whose geometry was extrapolated from realistic medical measurements. Two cases of patients treated by EVAS. The endoprosthesis had been placed in accordance with the indications for use prescribed by the manufacturer. The drawings presented in Fig. 2c,d represent the anatomy on the basis of the post-operative CT scans. The objective was to provide a predictive analysis of mechanisms, which may be responsible for migration and separation of components of the AAA sealing system in the postoperative period. Furthermore, an idealised geometry was also considered in this work with the aim to show the role of boundary constraints, supporting clinical observations of EVAR reported in the literature [27] [28] [29] and connecting this concept to EVAS. In particular, the papers (ref. 27 , ref. 28 ) have addressed the role of distal fixations for EVAR systems, and the clinical results 29 are concerned with the importance of the proximal fixation in EVAR installations. This idealised system is depicted in Fig. 2a,b , where the aorta and the thrombus have a circular cross-section only within the proximal and distal neck zones, whereas in the central part (the aneurysm sac) they have an elliptical cross-section.
The model includes two parts, which complement each other in the predictive analysis of the AAA repaired with EVAS: (1) the 'modal analysis' , which identifies the dynamic response of the system in absence of driving or damping forces in terms of natural (resonant) frequencies and their relative vibration modes, where all the components of the system are oscillating at the same frequency in absence of any driving or damping force; (2) the 'static analysis' , which accounts for mean static blood pressure and gravity force acting in different regimes, including the cases when a patient stands vertically, or is lying prone or sideways after the surgery.
The modal analysis illustrates the relative movements of the system that can be activated when a patient is subjected to vibrations. Because this analysis takes into account the inertia of the entire system, special attention is given to the presence of the polymer filler contained in the endobags. It can be noted that an additional mass associated with the polymer filler (2000 kg m −3 density) may reach up to 500-700 g, which would significantly lower the first natural frequency of the sealed AAA system, compared to the AAA without an additional mass. The static analysis allows for the evaluation of the total displacement of the endoprosthesis during the immediate post-operative period; different configurations of the gravity force are representative of the positions assumed by a patient during daily life.
One of the most challenging features of the modelling proposed in this work, which differentiates it from the current literature on computational vascular biomechanics [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] , is represented by the interaction between the components of the EVAS system. In particular, the so-called contact interaction (namely, the analysis of the behaviour of solids touching each other at one or more points or zones) was implemented, taking into account the possibility of slipping (with and without friction) and separation of the EVAS components, thus allowing for the detection of possible relative displacement and/or the separation between the endobags as well as between the endobags and the thrombus/aorta. Another important feature implemented was the mutual interaction between the blood and the structure within the analysis of the resonant frequencies of the system.
The purpose of the present paper is to introduce the new methodology of the study based on the analysis of partial differential equations describing a dynamic response of the EVAS system, which is typically neglected, rather than statistical analysis of a large dataset. The frictional contact static problem solved in the context of EVAS, has been presented for the first time here to demonstrate possible slippage and separation of the EVAS components, which has been observed but not addressed in the past in any modelling work.
Modal analysis. Every finite elastic system possesses resonant frequencies, which can be obtained by means of the modal analysis (eigenfrequencies). If such frequencies are initiated by external means, then displacements associated with resonant vibrations may occur. The nature of external forces, acting on a human body, may be linked to factors like walking, running, horse riding, using different means of transportation, using machinery which may produce vibrations. If the first eigenfrequency is sufficiently high, this would imply that the patient is less likely to be affected by the low frequency dynamic input, which may result from everyday activities. For instance, it shall be noted that the frequency that can be induced by running is approximately 3 Hz, whereas public transportation (including the cases of rough street surface or speed humps) can easily induce vibrations in a range between 1 Hz and 20 Hz or wider, and hence falling within a range of interest for health and safety that is investigated by norms and other works about whole-body vibration exposure [30] [31] [32] . We shall use the term 'frictional clamping' to identify constraints at the landing zones of the EVAS components. This term is not conventional in medical practice, but it is important to acknowledge a constraint, which prevents the EVAS components from free vertical movement. The numerical implementation is discussed in the Methods section. The results of the modal analysis for the idealised model are summarised in Table 1 , showing clearly that a stronger (longer sealing zone) graft frictional clamping leads to higher resonant frequencies for the AAA repair system. In particular, it can be noted that the first eigenfrequency can be relatively low (4.32 Hz) in the case of a 'weak' frictional clamping (i.e. when the endografts or the landing zones are too short). In contrast, a 'strong' distal frictional clamping (which is present if the bottom edges of the endografts are constrained) provides a higher first natural frequency (8.58 Hz), which becomes even higher (10.86 Hz) when strong proximal and distal frictional clampings (both top and bottom edges of the endografts are constrained) are implemented, so that in these cases resonant phenomena induced by vibrations are less likely to happen during a daily life routine.
The resonant frequencies obtained for the two patients are summarised in Table 1 , where it can be noted that the first resonant frequency (corresponding to a swinging sideways motion of the aneurysm sac) for Patient 1 (11.55 Hz) is greater than the first resonant frequency for Patient 2 (8.03 Hz), which makes the second patient potentially more vulnerable to the external dynamic forces. Nevertheless, as in patients four resonant frequencies were in the range between 0 and 20 Hz, both could still be subjected to undesired vibration induced movements of the endoprosthesis (migration and/or separation of the endobags) during routine activities. Supplementary Videos (also described in the Supplementary Notes) present five vibration modes and their corresponding frequencies for each of the two patients; a representation of the first three modes is provided in Fig. 3 Static forces and deformations. Three configurations of static loading were investigated in the framework of the static analysis, corresponding to different directions of gravity (in particular the three principal directions of the three-dimensional reference system) with constant mean blood pressure. Numerical simulations produced for both patients for aforementioned loadings identified displacement jumps across the interfaces of the EVAS components, as summarised in Fig. 4 . These include the interface between the endobags, as well as the interface between individual endobags and the thrombus/aorta; these jumps in displacement field denote relative movement between the EVAS components, thus demonstrating the possibility of migration. Static analysis also demonstrates that opening of small voids between the endobags may already occur in the immediate postoperative period. Furthermore, small void opening can also occur simultaneously at many points between the endobags and the thrombus/aorta within the aneurysm sac and/or at the top of the landing zone, as depicted in Fig. 5 . It can be noted that partial detachment of the endoprosthesis from the thrombus and aortic walls leads to localised contact pressure, which increases the stresses on the aorta and, potentially, can promote thrombus displacement.
It is shown that gravity yields displacement of different magnitude depending on the direction of the force and that relative movements of the endoprosthesis are decreasing in the distal neck. Detailed results are provided in Supplementary Figs S4 and S5 .
The theoretical analysis suggests the possibility of separation of the endobags for Patient 2, where the first eigenfrequency was low. The vibration modes as well as static deformations (for each force direction) showed space opening between the endobags, as well as between the endobags and the aorta in the proximal part of the sealed aneurysm (maximum depth and width detected equal to 6.71 mm and 1.02 mm respectively, see Fig. 5 ). On the contrary, in Patient 1 the sealed AAA has a higher first eigenfrequency and relative displacements of endobags indicating a possible relative slippage rather than separation. The numerical modelling presented here is deterministic and does not take into account the whole transient history of dynamic forcing. It is used to predict the tendency to migration/separation of EVAS components rather than results of a long-time evolution.
The static analysis for the idealised model confirmed that graft clamping is important also for EVAS because the jumps in displacement field detected in the whole AAA repair system were considerable in the case of weak frictional clamping and almost negligible when double (top and bottom constraints) 'strong' frictional clamping was provided.
The problem in hand has been solved directly through the partial differential equations analysis of boundary value problems and spectral problems. The numerical results and theoretical concepts presented here are deterministic and do not involve a transient loading. Although the computational model does not allow for a variety of probabilistic scenarios of possible dynamic transient loads, it provides a valuable insight on EVAS linking the strength of proximal frictional clamping and migration of the endoprosthesis under static and dynamic forces. It is also noted that the dimensions of the endobags depend on the longitudinal and lateral sizes of the aneurysm and ideally the endobags filling occupies the entire aneurysm sac -otherwise relative movement of EVAS components may occur. EVAS technique is designed in such a way that it does not exert radial forces on the landing zones during its deployment. However, it is shown in the numerical simulations that contact pressure acting on proximal and distal necks, arising from static and dynamic loading, provides elastic deformation (and subsequent induced stresses) of these landing zones.
Discussion
Despite its innovative design, the Nellix ® endoprosthesis may be more vulnerable to certain forces because of its mass. The present study demonstrates that resonance may occur when the endograft is exposed to frequencies encountered during day-to-day activities, causing pendular movements which, in time, may contribute to endograft instability and migration. Interestingly, fixation of the proximal and distal end of the endograft reduces the range of these frequencies, pushing the lowest towards the higher end of the spectrum experienced during daily activities. Even gravity, modelled as a static load, may, potentially, result in displacement of the endobags that could allow blood to seep between them, or between the endobags and the aortic wall. This may, in turn, create a wedge that in time could foster endobag separation and re-pressurization of the aneurysm.
The modelling and numerical simulations were performed for accurately reproduced geometry and physical conditions describing the sealed AAA. The combination of the modal and static analysis suggests that the first patient may be prone to migration, and that, in the second case, separation of the endobags may occur. Actual observations, three years after EVAS, have shown that, in the first patient, there has been progressive migration of 1 cm of the endobags, together with a small increase of AAA volume (maximum diameter increased 2 mm) without endoleak; in the second patient there has not been any migration nor endoleak but a relative separation (of 6 mm) of the EVAS components and a small increase of AAA volume have been detected (maximum diameter increased 3 mm).
The results of this theoretical study can be used in three ways. First, they help to elucidate potential mechanisms of failure of the Nellix ® endograft and, more generally, of the aneurysm sealing concept. Second, as the effects of gravity and vibration appear dependent on the physical property of individual AAAs, these studies may be used in selection of patients whose aortic anatomy makes them more or less susceptible to the effect of these forces post-implant, ultimately enabling clinicians to recommend more personalised treatment strategies. Third, they may inform future product designs, as manufacturers strive to produce new generations of endografts that are less susceptible to the effects of forces experienced by patients during their daily activities. 
Methods
Ethics statement. The work did not involve any experiments on humans; the work is purely theoretical and did not involve any experiment on human tissues. The paper does not include any photographs, X-rays or CT scans of human organs. The EVAS endoprosthesis, discussed in the paper, had been placed in accordance with the indications for use prescribed by the manufacturer.
Geometry for real patients. The geometry was imported from two sets of data for anonymised patients Idealised model geometry. The idealised model of a sealed AAA is based on a geometry with two symmetry axes (x and y, z being the vertical axis); the main measures of the idealised model are summarised in Supplementary Fig. S1 , from which it can be noted that the lengths of AAA is 115.0 mm whereas the maximal diameter of the bulged cross-section is 70 mm. The aorta and the thrombus have a circular cross-section only within the proximal and distal neck zones, whereas in the central part (the aneurysm sac) they have an elliptical cross-section (semi-axes aligned with x and y directions).
The endografts have a circular cross-section (10 mm radius, 0.1 mm thickness) and they are displaced in a helical-like shape, twisted by 180° within the aneurysm sac, hence they do not have any symmetry; only their top and bottom sections are symmetric with respect to the x axis. The polymer matrix is not symmetric because of the endograft shape and the subsequent twisted interface surface separating the two endobags; only the two separation lines between the endobags that are visible at the top and at the bottom of the endoprosthesis are aligned with the x axis, and hence these are its two unique symmetric points.
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Material parameters. The coefficients in the equations (1) require the knowledge of the Young's modulus, Poisson's ratio and the mass density for the components of the AAA repair system. These coefficients are summarised in Supplementary Table S1 . For the frequency analysis blood was modelled as an inviscid incompressible fluid with bulk modulus and density equal to 2.0 GPa and 1050 kg m −3 respectively, whereas for the static analysis a soft material with 0.9 kPa Young's modulus and 0.495 Poisson's ratio was employed. The endobags are constituted by polyethylene glycol-based polymer (PEG-DA) 33 whereas the endografts are constituted by expanded polytetrafluoroethylene (ePTFE). Thrombus layer mean elastic properties from Computational Hemodynamic literature were employed, which are representative of the material behaviour for the analyses performed in this work. The same material properties were employed in idealised and realistic models because no patient-specific data were available.
Computational approach for modal and static analysis. The model has been programmed into Abaqus Unified FEA (© Dassault Systemes) as follows. Hexahedral and tetrahedral shaped finite elements were employed to model, respectively, the regular and non-regular solid parts (i.e. regions including corners, wedges and cusps on the boundary, and regions possessing a rapid oscillation of curvature) of the sealed AAA. Because of their reduced thickness, the endografts were modelled by means of quadrilateral shell elements. Reduced integration technique was employed for hexahedral and quadrilateral shell elements. Since all the components of the sealed AAA consist of incompressible or nearly incompressible material, hybrid formulation for all the finite elements was employed. Blood was modelled by means of hexahedral shaped solid elements for the static analysis, while hexahedral acoustic elements were employed for the natural frequency analysis; the given blood pressure was exerted on the interior surface of the endografts. Large displacement, non-linear contact formulation for contact interaction was employed by means of a penalization method allowing for isotropic friction/frictionless sliding and separation of the parts. Finite elements with linear geometric order and isotropic frictional contact were employed for the static analysis, whereas quadratic geometric order and frictionless contact were employed for the natural frequency analysis. The idealised model was composed of 240500 nodes and 199603 elements for the static analysis, whereas 382496 nodes and 333579 elements were employed for the frequency analysis. The model for Patient 1 was composed of 198817 nodes and 473611 elements for the static analysis, whereas 453220 nodes and 622629 elements were employed for the frequency analysis. The model for Patient 2 was composed of 221250 nodes and 576810 elements for the static analysis, whereas 807599 nodes and 722878 elements were employed for the frequency analysis.
Frequency analysis. Acoustic approximation for the linearised Navier-Stokes equation for an incompressible inviscid fluid in laminar flow was employed, thus allowing for a simplification of equations (1) and, contemporarily, maintaining a good approximation of the results 34 . Natural frequency extraction was limited to the interval from 0 to 30 Hz for Patient 1 and 2, whereas for the idealised model the limit only the first seven natural frequencies were considered (attention was focussed on the range between 0 and 20 Hz).
Static analysis. The blood was modelled as an incompressible medium and its effect is limited to the overall gravity force acting on the system, whereas the blood pressure was modelled as a static constant pressure equal to 20 kPa (≈150 mmHg) applied directly to the endograft inner surfaces; blood pressure tends to straighten the endografts because they are not rectilinear, which means an additional force that may promote migration. Three types of static analysis were performed because gravity was applied in the three directions of the reference system (x, y, and -z -see Fig. 1b) , representing, respectively, the cases of a patient lying on the back, on a side, or standing vertically.
Data availability. Data available on request from the authors.
